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Tunnel Numbers: 2262A/2262B

Lol General Notes

The worse case radiation scatter occurs while scanning bags. These instructions simulate this condition

systems,

3 cwso .ﬂ.:m IQTK cmu while mc?@_:@_mx!mm_«m q_mﬁm%o:.

The Victoreen lon Chamber Survey Meter's detection area is approximately 2 inches square and is located directly behind the display screen on the bottom of the unit.

The meter must be placed within 5 cm. of the area or surface being measured.

Victoreen lon Chamber Survey Meter - Model 450P or Inovision lon Chamber Survey Meter - Model 451P
: - Materials
N/A
1. 21 CFR 1020.4 Cabinet x-ray systems
2. Victoreen Operation and Instruction Manual ~ Rev 2
oo D nstruction ~ Unit Number 6325

T inan m_.:_wm _m_ém< from _ﬁ_:m wom:._,_map E_,:. on the Bm”m_w 5 Qm__m_..miu the on-off _6<. Wait m%ﬁox?m /
procedure. After the initialization procedure is complete and the meter is reading less than 20 . R/h the |

tely

4 minutes for the meter 1o run through the inialization

meter is ready for use.

2. Change the manual tunnel control on the scanner and exit tunnel to stop. Place the IQTK bag on t
approximately 19.5 inches from the edge of the exit tunnel. Use a tape measure to verify distance.

he exit tunnel in the B orientation and push it into the scanner

3. Start the system by pressing ‘7" <enter> at the main FCC screen.

4. After system is running, type 2 <enter> and <m1€ on the FCC screen that the high voltage exceeds 160KV. Verify that the scanner x-ray indicator lights are lit.

5. Place the meter against the surface at the approximate center point of one of the boxes indicated on Figure 1. Move the meter around the entire box at a speed of
approximately 2 in/sec. Record the highest reading observed at the appropriate location on Figure 1. Continue scanning until measurements are obtained for each

box. NOTE: Special care must be used when scanning seams where the tunnels and scanners co
lead curtains. These areas have been shaded in Fiq. 1

nnect as well as areas in front of and surrounding the

6. After radiation survey is complete, change the setting on the exit conveyor to forward and manually tu

n the scanner conveyor to forward to remove the IQTK bag.
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Scanner Radiation Survey
(Enter radiation in urem)
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Tunnel Radiation Survey
(Enter radiation in prem)
INPUT TUNNEL ROOF
i 1 ] ]
7 1 219§ 38 49 1 59
DD B e R
13 ] 7 20 _ g 7 _ 99 I 108 INPUT

1514

INPUT FACE

c;:: Number

6325

RIGHT

* Creckea vy, SNIDNE.

*wsggu
L3-FC-6115
12/15/04

 Meter Number: 451P 14 288

* Meter Seria

L-3 Communications Security and Detection Systems - Proprietary

9/17/2009

"Calibration Due Date:



Radiation Survey for eXaminer

Effective: 12/15/04

INPUT TUNNEL
] ] ] i
| | w “
1 8 AN 38 b 410 I 513
- 1 = 1 - | . | —
i 1 | M i
i 1 m i
“ ]
SCANNER W
6D . 74 o914 1 01
| i “
| m m
m i m : m
i i ] m I
12100 1 1 b w12 159
| ] i _ !
1 m I |
m m
1711 18 4 L19 9 20 11
| i
| I e
i i
m m
22 7 o313 1 46 25 7
i m |
l |
LEFT SIDE
Osmnxoac<’l| | _smﬁmﬁ Znﬂcmﬂ 451P gmﬁmﬂmm:m_%mmm ..Om____uﬂm.:o: _Ucm Dmnm
.@835.2.:3
L.3-FC-6115

1211504 L-3 Communications Security and Detection Systems - Proprietary

Page 8 of 12

;c:: Number

6325

INPUT

-9/17/2009




Radiation Survey for meq::,_o_.w

Effective: 12/15/04

Page 9 of 12

;ﬂ:: Number

6325

SCANNER

EXIT TUNNEL
i ] i
| L |
131 23 I 430 1 518
i i i
| I I
w B
OUTPUT i | i
6 11 T 8 1 924 1 10 12
- - i - i I
i ! i
| 1 |
i i l
f i {
1n7 b2 1315 1433
| | !
| ! m
w w
16 15 78 1 1810 | 1915
i |
- ; !
m m
219 28 1 »17 | 213
i i
...... i i
LEFT SIDE
~Checkedby SHfERENEIS, @~ Meter Number 451P - Meter Seridi #: 266 Calibration Due Date: 9/17/2009
_wgaﬁg
L3-FC-8115
12/15/04 L-3 Communications Security and Detection Systems - Proprietary



Radiation Survey for eXaminer

OUTPUT TUNNEL ROOF

Effective: 12/15/04
Page 10 of 12

e o e

9 1 211 i 315 | 442 | 520

Eiiiggéiiilgnﬂlil]‘

7 710 1 821 1 028 I 1017 OUTPUT

12 I 28 1 1310 | w17 1 1511

QOUTPUT FACE

m_»_,.: Number

6325

i I
| i
211 m 13 17 m
| I
] |

LEFT

" Checked by - Meter Number: 451P - ‘Meter Seri:
_Wu&-s::.ﬁ_n:-
L3-FC-6115 .
12/15i04 L-3 Communications Security and Detection Systems

4 266 Calibration Due Date: 2/17/2009

- Proprietary



Radiation Survey for eXaminer

Effective: 12/15/04
Page 11 of 12

EXIT TUNNEL
“ m " “ Unit Number
] 632
18 | 26 | 38 | 410 ! 513 | 8325
i ! 1 }
i I I B
8 1 i
“ “ “
SCANNER OUTPUT
65 174 I 914 | 1011
i | i
; ! ;
m w ] | I
i I _ | i
;o 10 P oM P w12 1 159
i i | | i
| i m i
m m
711 1 184 | 2011
i |
] ] e
i {
M m
27 I 23 13 I 24 6 25 7
I I
| I
RIGHT SIDE
Checked by STNMINRENE  yoter Number: 451P * Meter Serid #: 268 Calibration Dus Date: 9/17/2009
_wasiiis- .
mwﬁmﬁjm L-3 Communications mmo::q and Detection Systems - Proprietary



" Radiation Survey for eXaminer
: Effective: 12/15/04
Page 12 of 12

INPUT TUNNEL
i i i 1 .W_:: Numbher
i i i i
19 1 222 b 313 1 412 1 59 6325
i | I m i
! m ! !
m B
INPUT SCANNER
612 | 720 . 99 1011
1 i 1
i | !
| “ -
10 1+ 1213 1 139 1412
} i i _
1 | |
i i
| L
16 96 17 10 18 14 | 19 15
] _
| _.
1 l
w “
21 13 22 8 |23 12 |2 19
' H I
! 1 |
RIGHT SIDE
O:moxma U<'clc| _smﬁm_.Zchmﬂ 451P | Emﬁmqmm:m __Hw_m__m_q__wmmm___Uc_m__omﬁm” 911712009
.wogiz;&_aa
L3-FC-6115

1211504 1.-3 Communications Security and Detection m<mﬁm3mw, Proprietary



